Twenty-nine samples of high-purity nickel metals, reagent salts and minerals, collected from worldwide sources, have been examined by high-precision isotope ratio mass spectrometry for their nickel isotopic composition. These materials were compared directly with SRM 986, certified isotopic standard for nickel, using identical measurement techniques and the same instrumentation. This survey shows no statistically significant variations among the samples investigated, indicating that the certified atomic weight and associated imcertainty for SRM 986 is applicable to terrestrial nickel samples. The atomic weight calculated for SRM 986 is 58.69335+0.00015 [2] . The currently recommended lUPAC value for terrestrial nickel is 58.69±0.01.
Introduction
For several decades, the Inorganic Analytical Research Division of the National Institute of Standards and Technology has conducted a continuing program of absolute isotopic abundance and atomic weight determinations using high-precision isotope ratio mass spectrometry. Although this program has yielded extremely accurate atomic weights for reference samples, the uncertainty associated with a generally useful atomic weight is limited by the isotopic variations among materials readily available to the scientific community or by a lack of knowledge regarding such variations. This work compares the isotopic composition and atomic weight of nickel from a global population of terrestrial nickel sources, and samples that have been purified industrially into nickel metal and reagent salts, to a Standard Reference Material (SRM 986) of accurately known isotopic composition and atomic weight [1] . This reference sample is pure nickel powder, lot F-3625 obtained from Atomergic Chemicals Corporation' and is available from the Office of Standard Reference Materials at NIST.
Experimental Procedure

Chemical Purification of the Samples
Nickel ores, such as niccolite, linnaeite, gersdorffite, and carrollite, were obtained from the U.S. National Museum. These samples were representative of ores from mines in North America, South ' Certain commercial equipment, instruments, or materials are identified in this paper to specify adequately the experimental procedure. Such identification does not imply recommendation or endorsement by the National Institute of Standards and Technology, nor does it imply that the materials or equipment identified are necessarily the best available for the purpose.
America, Europe, Asia, and Africa (table 1) , Also listed in table 1 are commercially purified nickel metal and nickel compounds from European and American sources which were procured for this study. The reagent nickel compounds required little pretreatment, while the ores required extensive chemical separations to obtain nickel essentially free of contamination, as required for this high-precision mass spectrometric technique.
Samples of nickel ore weighing 200-600 mg were treated with about 10 g of aqua regia (3:1 HCl, HNOj), covered and heated until the reaction subsided. Although some undissolved material remained, the samples were evaporated to dryness, and then taken up in 10 g of HCl (1 + 2). The samples were then filtered into 400-mL beakers and the precipitate was discarded. Ten to fifteen g of ammonium citrate solution (400 g/L) were added to each sample filtrate to complex the Fe, and the resulting mixture was diluted to 250 mL. Thirty-five g of 1% dimethylglyoxime solution in «-propanol were added to each beaker and heated slowly to about 70 °C while adding NH4OH until the pH was between 8 and 9. The samples were heated for 30 min while maintaining the temperature at 70 °C, then cooled and filtered. The precipitate was redissolved in 4 g HNO3 (1-1-3), covered and heated until all the nickel dimethylglyoxime was dissolved. Twenty-five g of water were added to the samples as a preparation for cation exchange chromatography. Five mL of AG 50X8, 100-200 mesh cation exchange resin were placed in plastic columns about 1 cm in diameter, and the resin was cleaned using 25 g of 3 JV HNO3 and then H2O until the eluate was neutral. After the sample was loaded onto the column the impurities were eluted using 25 g of 0.3 A'' HNO3. The Ni was eluted with 15 g of 3 iV HNO3, and evaporated to a small volume (about 1 mL). Four g ofS N HCl were added as a preparation for anion exchange chromatography. Five mL of AG 1X8, 100-200 mesh anion exchange resin was added to plastic columns 1 cm in diameter, and the resin was cleaned using 9 N HCL, then neutralized with water. The Ni was eluted using 12-15 g of 9 iV HCl, while impurities remained on the column. The purified Ni solution was evaporated to dryness and redissolved in 4 g of 5 N HCl. The dissolved sample was then diluted to a 35-mL volume and neutralized with NH4OH, followed by 2 mL excess NH4OH. This solution was then electrolyzed at 2-2.5 V using platinum gauze electrodes until the Ni color disappeared from the solution. The electrode with the Ni deposit was removed from the solution and rinsed with H2O, allowed to air dry, and the electrode was weighed. The Ni was removed using concentrated HNO3, and the electrode was air dried and reweighed. Typically, 50-150 mg of Ni metal were recovered from each ore. Sample solutions using the purified Ni were prepared in HNO3 (1-F49), at a concentration of 1 mg Ni/g.
The four nickel metal samples and four nickel compounds were simply dissolved, converted to the nitrate, and sample solutions were prepared as 1 mg Ni/g in HNO3.
Mass Spectrometry
Isotope ratio measurements were performed on the same NIST designed mass spectrometer that was used to determine the absolute isotopic abundance and atomic weight of a reference sample of nickel (SRM 986) [1] . The measurements on terrestrial nickel materials, reported in this paper, were conducted in conjunction with, but following the mass spectrometric measurement associated with the certification of SRM 986. Analyses of SRM 986 that were used to assure measurement control and to correct for isotopic fractionation in this experiment, were also used in the calculations used to certify SRM 986. The bias-corrected isotopic ratios reported in this paper are thus based on the extensive measurements made on SRM 986 both to certify the SRM and in this work.
Samples containing approximately 5 fig of nickel (as NiNOj in 2% HNOj) were loaded onto a platinum filament with a mixture of silica gel-AICI3-H3PO4 as an ionization enhancement agent. Samples were analyzed by thermal ionization mass spectrometry using procedures and parameters identical to those used for the certification of SRM 986. The details of filament preparation, sample loading and the analysis procedures have been published [1] .
Results and Discussion
The corrected abundance ratios for the 29 samples are given in table 2. The same correction factors as used for SRM 986 were used. In the design of the survey both mineral type and geographic origin were considered to obtain the widest possible distribution.
The isotopic abundances reported in this work indicate no significant trend or variation in the isotopic composition of nickel in terrestrial sources. To evaluate formally the data for constancy of isotopic composition, we used an analysis of variance (ANOVA) procedure to conduct a statistical test of the hypothesis that the materials have identical isotopic ratios. The ANOVA procedure was carried out in two ways: both including and excluding the SRM 986 data obtained from the two different instrvmients used in the absolute abundance ratio work. This was done to be sure that any differences between the two instruments would not affect the conclusions.
For each of the four isotope ratios, the ANOVA tests showed that the variability among the measured ratios for the minerals survey samples is never significantly greater than variability of the measurements of the SRM 986 material. Thus, the conclusion of this statistical test is that there is no evidence of real variation in the isotopic ratios for the nickel samples surveyed. The ANOVA results are summarized in Table 3 . ' The significance probabihty is the probability of obtaining an F-ratio as large or larger than the observed value assuming that the null hypothesis (equality of isotope ratios) is true. The results of the ANOVA test are generally considered not to show significant evidence of a difference unless the significance probability is less than 0.05. top. The SRM 986 data always show at least as much variability as do the mineral survey data. This fact indicates that the observed variation in the survey nickel samples is readily accounted for by measurement variability, and therefore it supports the conclusion that there is no real variation in the isotopic composition of the nickel samples. It appears in these figures that the data for the minerals actually show less variation than that of the SRM. We beleive that this is only an indication that the procedure for the analyses was even more tightly controlled by the time that these samples were analyzed. Evidence in the literature also indicates no identifiable variations in the atomic weight of nickel among terrestrial sources [2] . However, many of the previous measurements are far less precise than this study, and thus many have not been able to identity small isotopic variations. Further support of isotopic homogeneity is supplied by a limited study of the isotopic composition of lunar samples, directly compared to SRM 986, which also showed no significant variations relative to the SRM [3] .
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